West Lake Landfill Baseline Air Monitoring Summary Tables

The table below summarize monitoring data collected on using EPA's Viper wireless remote monitoring system. gmmmmmmm
C\ BEGIONA
O\ SMERGENCY
X . . . . o O\ RESHONSE &
Project Name: West Lake Landfill Baseline Ambient Air Monitoring <n Pﬁoﬁo’\‘
Period Start: 7/19/14 6:00 AM DAY: 6 AM to 6 PM Statistics displayed:highest 8-hour time-weighted average occurring within the period
Period End:7/25/14 6:00 AM NIGHT: 6 PM to 6 AM

Station 1: Robertson Fire Protection Station 2, 3820 Taussig Road, Bridgeton, MO

Instrument Analyte TWA Period Units s Sat 7/18 ‘ _ Sun 7/20 _ Mon 7/21 ‘ Tue 7/22 “ Wed 7/23 Thu7/24 _ Fri7/25
VOCs 8hr ppm 0.01
co 8hr ppm 0.01
Area Rae H,S 8 hr ppm 0.10
SO, 8hr ppm 0.00
Genitron Gamma 8 hr uR/hr 10.7
Instrument Analyte TWA Period Units s Sat 7/18 - ‘ Sun 7/20 Mon 7/21 _— : s Tue 7I _ Wed 7/23 Thu7/24 Fri7/25
VOCs 8hr ppm 0.00 ‘ ‘
co 8hr ppm 0.17
Area Rae HaS 8 hr ppm 0.03
SO, 8hr ppm 0.00
Genitron Gamma 8 hr uR/hr 10.0
Station 3: Pattonville Fire Department District Station 2, 3365 McKelvey Road, Bridgeton, MO
Instrument Analyte TWA Period Units s Sat 7I19 Sun 7IO Mon 7I1 “ Tue 7I2 Wed 7I3 Thu 7I4 — Fri 7I2
VOCs 8hr ppm 0.36
co 8hr ppm 0.07
Area Rae HaS 8 hr ppm 0.00
Genitron Gamma 8 hr uR/hr 11.7 ‘ ‘ ‘
Instrument Analyte TWA Period Units — Sat 7/18 Sun 7/20 Mon 7/21 Tue 7/22 Wed 7/23 Thu7/24 Fri7/25
VOCs 8hr ppm 0.14
co 8hr ppm 0.00
Area Rae H,S 3 hr opm B
SO, 8hr ppm 0.01 » ‘
Genitron Gamma 8 hr pR/hr 10.0 . “ . . . . “ . ‘
Station 5: St. Charles Fire Department Station #2, 1550 S. Main Street, St. Charles, MO
Instrument Analyte TWA Period Units Sat 7/18 Sun 7/20 Mon 7/21 Tue 7/22 Thu7/24 v Fri7/25
VOCs 8hr ppm
co | sh | ppm
Area Rae H,S 3 hr opm
SO, 8 hr ppm
Genitron Gamma 8 hr uR/hr

WLLFOIA4312 - 004 - 0094691



station

S S S S

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
Co10
H2S

SO2
Gamma

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D A7N
100.00/0.00 /0.01 0.00 /0.00/0.00
200.00 / 0.00 / 0.00 0.00 / 0.00/ 0.00
300.00/0.01/0.010.00/0.01/0.01
500.01/0.07/0.10 0.06 /0.11/0.12
600.00 / 0.00 / 0.00 0.00 / 0.00/ 0.00
7010.4/10.6/10.7 10.2/10.6/10.9

WLLFOIA4312 - 004 - 0094692



BiD BiN c2D C2N D3D D3N

0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.01/0.01 0.00/0.00/0.01 0.00/0.01/0.01 0.00/0.01/0.01 0.00/0.01/0.010.00/0.01/0.01
0.05/0.09/0.13 0.07/0.14/0.15 0.05/0.10 /0.18 0.07 /0.22 /0.25 0.04 /0.09/0.16 0.11 /0.20 / 0.25
0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
10.3/10.6/10.8 10.6 /10.7/10.8 10.6 /10.7/10.9 10.3/10.5/10.6 10.5/10.7/11.910.7/11.1/11.8

WLLFOIA4312 - 004 - 0094693



E4D EAN F5D F5N G6D G6N
0.00/0.00/0.00 0.00/0.01/0.03 0.02/0.05/0.07 0.07 /0.07 /0.08 0.00 / 0.00 / 0.00 0.00 / 0.00/ 0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.01/0.01 0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.00/0.00 0.00/0.00/0.01 0.01/0.01/0.01
0.09/0.10/0.110.02/0.10/0.11 0.01 /0.01 /0.02 0.01 / 0.01 /0.01 0.00/0.01 /0.02 0.02 / 0.05 / 0.08
0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
10.0/10.6/11.310.6/10.8/11.1 10.5/10.6/10.79.3/10.2/11.2 9.8/11.1/12.3 108/11/113

WLLFOIA4312 - 004 - 0094694



station

NN NN NN

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
Co10
H2S

SO2
Gamma

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D A7N
100.00/0.00 /0.00 0.00 / 0.00 / 0.00
200.00/0.03/0.04 0.00/0.01/0.01
300.06 /0.11/0.17 0.11/0.12/0.17
500.00/0.01/0.03 0.00/0.02/0.04
600.00 / 0.00 / 0.00 0.00 / 0.00/ 0.00
709.3/9.8/10.0 9.5/9.6/9.7

WLLFOIA4312 - 004 - 0094695



BiD B1N c2D C2N D3D D3N
0.00/0.00/0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.02 /0.03 0.00/0.01/0.02 0.01 /0.03/0.05 0.00/0.01/0.03 0.00/0.04/0.050.00/0.01/0.03
0.08/0.10/0.13 0.07/0.10/0.12 0.05/0.07 /0.12 0.06 /0.10 /0.13 0.05 / 0.08 / 0.12 0.06 / 0.10 / 0.12
0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.01/0.01 0.00/0.01/0.02 0.00/0.00/0.010.00/0.02/0.03
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
94/9.6/9.8 9.3/9.4/9.6 9.4/9.5/9.7 9.3/9.6/9.8 9.1/9.4/101 94/9.8/10.2

WLLFOIA4312 - 004 - 0094696



E4D EAN F5D F5N G6D G6N
0.00/0.00/0.01 0.00/0.01/0.01 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.02 /0.04 0.00/0.02 /0.04 0.01 /0.05/0.07 0.00/0.01/0.03 0.03/0.06/0.07 0.03 /0.04 /0.06
0.05/0.08 /0.10 0.05/0.08 /0.10 0.03 /0.05 /0.12 0.08 /0.10/0.12 0.03 / 0.05 / 0.08 0.04 / 0.06 / 0.08
0.00/0.01/0.02 0.00/0.02/0.02 0.00/0.01/0.03 0.00/0.02/0.03 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
86/9.8/10.8 8.9/9.3/9.5 9.2/9.3/95 9.3/9.4/9.5 86/9.2/9.7 94/9.6/9.8

WLLFOIA4312 - 004 - 0094697



station

w w w w w w

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
Co10
H2S

SO2
Gamma

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D A7N
100.00/0.17/0.36 0.01 /0.34/0.39
200.00 / 0.00/ 0.00 0.00 / 0.00/ 0.00
300.03 /0.05/0.07 0.03/0.04/0.06
500.00 / 0.00 / 0.00 0.00 / 0.00/ 0.00
600.00 / 0.00 / 0.00 0.00 / 0.00/0.00
7010.9/11.3/11.710.7/11/115

WLLFOIA4312 - 004 - 0094698



BiD B1N c2D C2N D3D D3N

0.00/0.22/0.410.04/0.43/0.470.00/0.24/0.400.12/0.45/0.490.01/0.24/0.410.41/0.48/0.51
0.00/0.00/0.01 0.00/0.01/0.01 0.00/0.01/0.01 0.01/0.02/0.02 0.00/0.01/0.020.00/0.02/0.03
0.04/0.05/0.06 0.02 /0.04 /0.05 0.01 /0.05 /0.07 0.01 /0.06 /0.07 0.01/0.05/0.07 0.02 /0.07 / 0.07
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
10.7/11.2/11611.1/11.4/11.7 11.0/11.4/11.810.7/11.2/11.7106/11.3/13.0109/11.6/12.9

WLLFOIA4312 - 004 - 0094699



E4D EAN F5D F5N G6D G6N

0.36/0.45/0.500.03/0.30/0.36 0.01 /0.17 /0.32 0.01 /0.35/0.42 0.01 /0.01/0.03 0.03 /0.13/0.20
0.00/0.00/0.00 0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.01/0.02 0.00/0.01/0.01 0.00/0.00/0.00
0.01/0.02/0.03 0.01/0.02/0.03 0.01/0.04 /0.06 0.02 /0.03 /0.06 0.04/0.05/0.06 0.03 /0.06/0.06
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
10.6/11.7/12311.0/11.2/11.4108/11/11.2 109/11/112 109/113/12.111.1/115/121

WLLFOIA4312 - 004 - 0094700



station

EE S

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
Co10
H2S

SO2
Gamma

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D A7N
100.07/0.10/0.14 0.13/0.18 /0.21
20-- --

300.00 /0.00/ 0.00 0.00 / 0.00/0.00
50-- --

600.00 /0.00/0.01 0.00/0.00/0.01
709.6/9.8/10.0 9.6/9.7/9.8

WLLFOIA4312 - 004 - 0094701



BiD B1iN c2D C2N D3D D3N

0.11/0.18/0.210.11/0.18/0.200.17/0.18 /0.20 0.16 /0.17 /0.20 0.15/0.18 / 0.21 0.16 / 0.22 / 0.25
-- -- -- -- 0.00/0.05/0.09 0.09/0.19/0.40
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
-- -- 0.00/0.00 /0.00 0.00/0.00 /0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
9.5/9.7/9.9 9.8/9.8/9.9 9.8/10.1/10.3 10.0/10.3/10.510.0/10.3/11.210.2/10.6/11.2

WLLFOIA4312 - 004 - 0094702



E4D EAN F5D F5N G6D G6N
0.15/0.16/0.18 0.11/0.16 /0.19 0.01 /0.03 /0.12 0.00 / 0.01 /0.02 0.00/0.01/ 0.01 0.01 / 0.03 / 0.04
0.33/0.47 /0.50 0.00/0.17 /0.33 0.00 /0.00 / 0.00 0.00 / 0.00 / 0.00 0.00/0.02 / 0.04 0.01 /0.05/ 0.09
0.00/0.00/0.01 0.00/0.00/0.01 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.01/0.02 0.00/0.01/0.02 0.00/0.00/0.00 0.00/0.00/0.00
9.9/10.1/106 9.8/10/103 9.8/9.8/9.9 10.1/10.1/10.29.6/10/10.3 9.9/10.1/10.3

WLLFOIA4312 - 004 - 0094703



station

v L L

instrument
AreaRAE
AreaRAE
AreaRAE
AreaRAE
AreaRAE
Genitron

analyte
VOCs (1)
VOCs (2)
Co10
H2S

SO2
Gamma

ORD_Instrument

10
10
10
10
10
20

ORD_Analyte

A7D A7N
100.05/0.11/0.14 0.02 /0.07 /0.11
200.24/0.34/0.350.20/0.26 /0.34
300.00/0.01/0.06 0.00/0.00/0.06
500.00/0.01/0.05 0.00/0.03/0.08
600.00 / 0.00 / 0.00 0.00 / 0.00/ 0.00
709.2/9.6/9.8 9.2/9.5/9.8

WLLFOIA4312 - 004 - 0094704



BiD B1N c2D C2N D3D D3N
0.05/0.11/0.120.04/0.08/0.12 0.04/0.10/0.12 0.03 /0.08 /0.11 0.05/0.10/0.12 0.04 /0.07 / 0.11
0.25/0.33/0.350.24/0.30/0.36 0.30/0.33/0.36 0.28 /0.34/0.39 0.32/0.36 /0.38 0.27 / 0.34 / 0.41
0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.01/0.05 0.00/0.02/0.05 0.00/0.02 /0.09 0.00/0.02/0.09 0.00/0.01/0.04 0.00/0.02/0.04
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
9.1/96/101 9.2/95/100 9.4/9.7/100 9.6/9.7/9.9 89/9.5/9.7 85/86/8.8

WLLFOIA4312 - 004 - 0094705



E4D EAN F5D F5N G6D G6N
0.10/0.11/0.120.08/0.10/0.120.09/0.14/0.16 0.08 /0.11/0.14 0.13/0.15/0.16 0.11 /0.12 / 0.13
0.39/0.40/0.430.34/0.38/0.420.29/0.36/0.39 0.28 /0.30/0.32 0.28 /0.30/0.33 0.30/0.34 / 0.36
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.03/0.12 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00/0.00 0.00/0.00/0.02 0.00/0.01/0.02 0.00/0.00/0.00 0.00/0.00/0.00
0.00/0.00 /0.00 0.00/0.00 /0.00 0.00/0.00 /0.00 0.00 /0.00/0.00 0.00/0.00/0.00 0.00/0.00/0.00
86/9.5/103 93/9.7/101 9.1/9.2/93 9.2/9.3/93 84/9.1/9.6 9.2/9.5/9.9

WLLFOIA4312 - 004 - 0094706



